[Investigations of stomatologic lighting equipment].
12 types of stomatologic lighting equipment were investigated with regard to their specific luminous intensity. The examination of the thermal radiation of the lighting equipment included subjective evaluations. Conclusions were drawn in order to improve the lighting.